


















































































SUMMARY AND CONCLUSIONS 

In summary, three of the four primary testing methods that are used to 

provide raw data for calculating quality numbers have been studied. The test 

methods that were evaluated included X-ray fluorescence, X-ray diffraction 

and thermal analysis. The study was conducted to evaluate the reliability of 

the various test methods. The results of this research effort can be sumarized 

as follows: 

1. The current X-ray fluorescence method (the loose powder 

method) does an adequate job of quantifying the bulk 

chemistry of most carbonate rocks found in Iowa. The 

strength of the method is sample throughput. The accuracy 

and repeatability of the method are limited due to specimen 

preparation errors associated with the loose powder technique 

and the lack of suitable standard reference materials. The 

method typically produces good estimates of the specific 

elements currently used for quality number calculations (i.e., 

Ca, Mg, Sr, Mn Sand P). When more accurate estimates of 

bulk composition are required two additional techniques, the 

pressed pellet and fused disk techniques, are available for 

general use. 

2. The study indicated that there were only slight discrepancies 

(typically less than 10% relative error) in the elemental 

concentrations predicted using the new XRF spectrometer 

those obtained from the old XRF spectrometer. The 

data in the database was normalized to match the results from 

the new XRF spectrometer because of its much improved 
sensitivity to most elements. 

3. The X-ray diffraction test results indicate that some biases 

have probably crept into the database. This study suggested 

that the major discrepancies were caused by an error related 

to sample displacement. The error could have been caused by 

the specimen holders and/ or the packing procedure used 

during sample preparation. Particle size problems probably 

also played a role. Future measurements can be significantly 

improved by a slight modification of the current sample 
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developing models to categorize their concrete aggregates [16, 17). This may 

be due to the fact that existing ASTM standards have changed little in recent 

years. Little effort has been expended to develop new test methods to better 

categorize aggregates. Instead, we are still left with only a single specification 

(ASTM C 33) that relies on a wide variety of descriptive test methods or quality 

test methods that make few attempts to measure fundamental aggregate 

properties. This is certainly not where Larson et al [2] thought that we would 

be at the start of a new millenium. Their recommendations for additional 

research on the physio-chemical properties of aggregates were: 

'The investigation of physio-chemical properties of aggregates 
and their relation to properties of concrete is a fertile field for 
future research. It is envisioned that such research would 
include (a) quantitative evaluation of influence of physio-chemical 
properties on the performance of aggregate in concrete, and (b) 
stress model studies using, for example, photoelastic techniques 
as described in "Miscellaneous Possible Approaches," with 
materials of known physio-elastic properties to analyze stress 
distributions versus environmental changes. 

From the standpoint of basic research, the work suggested 
would fill current gaps in the state of knowledge of concrete 
aggregates. From the applied research view, assembly and 
correlation of such data could help to provide and index or 
criterion for aggregate properties as related to their ability to 
produce durable concrete under specified environmental 
conditions (see "Miscellaneous Possible Approaches"). However, 
realization of these broad goals is beyond the scope of the current 
study." 

The goals were outside of their reach in the 1960's; however, that is not the 

case now. Recent NIST work has used computer modeling to calculate stress 

fields in concrete. The topic of this report documented a series of 

fundamental measurement strategies that can be used to estimate pavement 

service life (limited to Iowa carbonate stones at this time). Perhaps the broad 
goals summarized above are fmally being realized. 

The fact that quality numbers are simply correlations to field service life is 

troubling to this author for two basic reasons. First, the estimation of field 

service life is a difficult task. It is the absolute slowest way to evaluate 

concrete performance; and hence, it does not produce mimediate feedback 
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However, for the little additional effort of recording the masses 

of the internal standard and the sample that were combined, 

one would obtain quantitative estimates of the minerals 
present in the samples. Silicon metal (Si, semiconductor 

grade, passing a 45-micron sieve) has been found to be 
adequate for routine use. The error correction procedure 
summarized in Appendix 2 should be used to correct the 

diffraction data prior to being used for quality number 

calculations. 
3. Corrections should be applied to the existing XRD database to 

help minimize the influence of the sample positioning errors 

that were described earlier in this report. The Quartz (101) 
peak could be. used to correct the peak positions observed for 

Calcite and Dolomite. 
4. The relative intensity values stored in the X-ray diffraction 

database should be converted into semiquantitative 

concentrations because this would make the information more 
useful in checking the other two analytical techniques (XRF 

and TGA). The concept here is to construct redundancy in the 

various measurements so that cross checks can be conducted 

routinely. This will help to strengthen the overall integrity of 
the database. 

CLOSING COMMENTS 

The strength of the quality number concept originates from the fact that 
aggregates can now be evaluated quickly (hours or at most a day or two) 
rather than the days, weeks or months that used to be required. This allows 

much more flexibility in using the technique for the quality control and 

quality assurance aspects of aggregate production. However, it is important 
to realize that the quality number method is still just a correlation of several 
diagnostic tests to field service performance. The method is also new and will 

undergo considerable refinement before it reaches maturity. It is also 

important to realize that researchers iii other states are very interested in 
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when the multitude of other matertals that are commonly used in modern 

concrete could be changing significantly. By the same reasoning, innovations 

in construction practices have the potential to cloud the estimation of service 

life because innovation often has its early failures while the new (unforseen?) 

problems that they cause are being worked out. And secondly, it presents 

only a stochastic view of aggregate quality. It makes no effort to determine 

why some aggregates remain durable for 40 years (or more!) while others 

exhibit cracking in only about 10 to 15 years, we simply accept the observed 

behavior. Ideally, this author thinks that one would be more confident with a 

model that takes into account the underlying reason (i.e~, mechanism) that 

causes an aggregate to fail. A mechanistic model would also allow more 

flexibility when matertals properties or construction practices change. 

However, such a model would require fundamental research on some topics 

that have troubled concrete researchers for the past 50 years. Dolch [18) has 

clearly stated why he thinks that the current trend toward "practical" 

r~search has circumvented our real need in the area of concrete science, the 

need to grasp an understanding of the fundamental processes that occur in 

portland cement concrete systems. 
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Appendix 1 (Standard Operating Procedures for XRF) 
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XRF Standard Operating Procedures 

Summary 
1.0 Sample pretreatment (grinding, drying and loss on ignition) 

2.0 Loose powder technique 

3.0 Pressed pellet technique 

4.0 Fused disk Technique 

5.0 Running the XRF spectrometer 

1.0 Sample pretreatment is an important step in the analysis process. 
Most carbonate stone assays are reported on a dry basis so the basic 
premise is that the samples have been dried to a constant mass. 

1.1 Samples are dried at a temperature of about 115 to 120°C. The duration 
of the drying period varies depending on the particle size of the sample. 
Small aliquots (gram portions) of fine powders typically dry in about 2 
hours. Overnight drying is recommended for kilogram portions of bulk 
rock samples. The "Free Moisture" procedure described in ASTM C 25 
[8] summarizes the basic steps and appropriate calculations needed to 
define the moisture content of a limestone sample. 

1.2 Samples are ground to a fine particle size using a SPEX shatterbox and 
hardened steel or corundum grinding vessels. Grinding time typically 
varies from 2 to 1 O minutes for carbonate rocks. Grinding time normally 
increases as the silica (quartz) content of the rock increases. Grinding 
times in excess of 15 minutes are normally not used because they can 
contaminate the sample with small amounts of iron and manganese. 
Also, extended grinding can damage the crystal structure of carbonate 
minerals. This can be avoided by using a wet grinding technique using 
alcohol or propylene glycol; however, this requires an additional drying 
step in the sample preparation procedure. 

1.3 Carbonate rocks exhibit large mass losses when they are heated above 
900°C. This mass loss is predominately due to the liberation of carbon 
dioxide from the rock as it decomposes; however, clay minerals can also 
contribute to the mass loss that is observed. . The "Loss on Ignition" 
procedure described in ASTM C 25 [8] summarizes the basic steps and 
appropriate calculations needed to define the loss on ignition of a 
limestone sample. 
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2.0 The loose powder technique is the simplest and quickest method that can be 

used to prepare samples for XRF analysis. 

Equipment Required: 

Disposable sample cups with closure rings 

PROLENE film (4 microns thick) 

.Balance or scale 

Standard Operating Procedure: 

2.1 Arrange the samples into a sample queue that meets the needs of the 
analyst. It is assumed that the samples have been ground as defined in 
section 1.2 above. 

2.2 Set a disposable sample cup on top of each of the samples arranged in 
section 2.1. 

2.3 Use a magic marker to label the top of the disposable sample cup with 
the name of the sample that it is sitting on. Repeat this process until all of 
the samples have a matching disposable sample cup with the proper 
sample name marked on it. 

2.4 Using the balance (scale) on the bench place a mass of 2.5 to 3.0 grams 
into the appropriate sample cup. Repeat this process until all of the 
samples have been prepared. 

2.5 Seal each sample cup with the PROLENE (4.0 microns) X-ray film and a 
retainer ring. Take care to make sure that film is snug and taut in the 
sample cup. Wrinkles will distort the measurement of light elements in 
the samples. Repeat this process until all of the samples have been 
processed. 

2.6 Tap the sample cup (face down) about five (5) times on a clean surface to 
gently pack the loose powder into the cup. Repeat this process until all of 
the samples have been processed. 

2.7 Look at the back of each sample cup to make sure that the plastic tab is 
open. This is done to ensure that the helium purge gas can enter the 
sample cup to equalize the pressure on both sides of the PROLENE film. 

2.8 The samples are now ready for XRF analysis - refer to section 5.0 below. 

43 



• 

3.0 The pressed pellet technique uses a fixed amount of sample, a binder and a 
sample press to construct a "peller of each sample. The pellets are very durable 
and do not suffer from the packing problems or film problems that can cause 
difficulties for the loose powder method. In addition, the pressed pellets can be 
analyzed in a vacuum so that they produce the best analyte response curves for 
the XRF methods used in this study. Hence, they are useful when measuring 
minor or trace elements in any given sample. 

Equipment Required: 

X-ray mix powder 

Boric acid tablets (0.5 gram per tablet) 

Balance or scale 

SPEX pellet press 

SPl;CAP pellet die with two hardened steel platens and a plunger 
~ 

Aluminum sample cups (40 mm diameter) 

Flaring tool to expand the rim of the sample cups 

Vacuum pump 

Standard Operating Procedure: 

3.1 Samples will be processed in sets of three (3) since this is the number of 
grinding vessels available on the shatter box. 

3.2 Weigh out 8.000 grams of ground up sample, 1.500 grams of X-ray Mix 
Powder, and 1.0 grams of boric acid (this is equivalent to two (2) ·boric 
acid tablets) into a shatter box grinding vessel. Repeat this process for 
the other two samples in the set of three. 

3.3 Grind the mixtures for two minutes in the shatter box. 

3.4 Attach the SPECAP die to the vacuum hose 
,_" 

3.s;-:· Place the lower load platen in the die. Make sure that the polished side of 
the platen is facing up. 

3.69 Flare an aluminum sample cup by placing it on the desktop and then 
~·· pressing the flaring tool into the cup until it stops. 

3.7 Place the sample cup into the SPECAP die and push it down until it 
reaches the bottom load platen. 

3.8 Pour the sample mixture into the sample cup. Make sure that the powder 
is spread out evenly in the sample cup. 

3.9 Place the upper load platen in the SPECAP die. Make sure that the 
polished side of the platen is facing down. 
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3.1 o Place the plunger on top of the upper load platen. 

3.11 Tum on the vacuum pump. This should pull the upper load platen and 
the plunger down into the SPECAP die. 

3.12 Place the SPECAP die into the SPEX pellet press and tighten the top 
screw until it is snug against the top of the plunger. 

3.13 Close the needle valve on the right side of the SPEX press. 

3.14 Close the front sliding door. Make sure that the microswitch is activated 
when the door is closed. 

3.15 Press and hold the silver button on the front of the press. Hold the button 
until the SPEX press indicates 26 tons of load has been applied to the 
sample, then release the button. 

3.16 Wait thirty seconds (30 sec.) and then bleed off the load using the needle 
valve on the right side of the SPEX press. 

3.17 Tum off the vacuum pump and allow the vacuum to bleed off. 

3.18 Open the front sliding door and remove the SPECAP die from the SPEX 
press. The top screw may need to loosened before the die can be 
removed from the press. 

3.19 Remove the pressed pellet from the die. It is simplest to turn the 
SPECAP die upside down (make sure that the plunger is held in place) 
and then placing it on the table top. Then remove the bottom of the die 
and push down firmly to eject the pellet. Make sure that the pellet is 
labeled. Repeat the process with the remaining samples. 

3.20 The sample is now ready for XRF analysis - refer to section 5.0 below. 

4.0 The fused disk technique is the most robust sample preparation method for XRF 
analysis. Following is the procedure for preparing specimens. The samples will 
be melted, or fused, into glass disks and this makes it necessary to know the loss 
on ignition of each sample so that the appropriate dilution factor can be 
maintained. The loss on ignition test should be conducted as outlined in section 
1.3 or an equivalent LOI-free amount of sample should be weighed out using the 
following equation. This method uses a flux to sample ratio of 5.00. 

LOI-free mass (grams) = 1.200/(1 - %LOl/100) 
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4. 1 Flux Preparation 
4.1.1. IMPORTANT NOTE - clean and dry the ceramic bowl prior to 
placing the flux in it. Flux can be contaminated with small amounts of 
common elements if proper analytical precautions are not observed. 
4.1.2. Ignite 100 g of flux in a ceramic bowl for 3 hours at 450±25°C. 
4.1.3. Do not overheat the flux, monitor the temperature regularly during 
the three hours. 
4.1.4. Cool the flux for 2.0 hours in the desiccator. 
4.1.5. Reweigh the flux to calculate loss on ignition and record value in 
appropriate file. 

4.2 Sample Preparation. This procedure outlines the weighing of the 
mixture of flux and bulk sample. The bulk samples needed were 
prepared using the guidelines set forth in section 1. The following 
procedure should only be performed by properly trained 
personnel since lithium tetraborate is a hazardous chemical. 

4.2.1. Take out of the 105 degree oven X glass vials along with the two 
glass weighing boats and put them in a desiccator to cool for 
approximately 30 minutes. 
4.2.2. After cooling, use the large weighing boat to weigh out 6.000±0.001 
grams of Lithium Tetraborate (LECO TYPE F flux). Pour the flux from the 
weighing boat into a glass vial. 

4.2.3. Recheck the mass of the weighing boat to ensure the proper 
amount of flux was transferred to the vial, keeping the above range in 
mind. 
4.2.4 Using the small weighing boat and a different spatula, weigh out 
1.200±0.0005 grams of sample. Pour the sample from the weighing boat 
into the vial with the flux. 
4.2.5. Using the spatula, stir the sample and flux together in the vial to 
create a homogeneous blend. 
4.2.6. Label the vial accordingly. 
4.2.7. Wipe both spatulas and both weighing boats clean before 
proceeding to the next sample. 
4.2.8. Repeat steps 4.2.2 through 4.2.7 for all samples. 
9. After finishing with the weighing boats, wash them with distilled water, 
and wipe dry with a kimwipe. Place them back in the 105 degree oven. 

4.3 Fusing the flux-sample mixture into a glass disk. This 
procedure details the steps that are required to produce good 
glass disks. The safety notes should be reviewed before 
proceeding. The following procedure should only be 
performed by properly trained personnel. 
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Safety Notes: (These apply to people using the LECO FX-503 Fluxer) 
Use the fume hood! This is a high temperature procedure, and the fume hood will pull some of 
the heat away from the surrounding area. h also ensures that the operator is not exposed to any 
toxic vapors. 

Once in operation, the fluxer and anything that comes out of it is extremely hot. Use caution in 
handling crucibles and casting dishes, and wear the protective gloves whenever possible. 

The flux used has a high melting point, so a vigorous flame is used. Stand away from the fluxer 
during operation and wear all appropriate safety items when operating the machine. NEVER leave 
the machine unattended - you should always be in the same room when the burners are activated 
and running. 

Equipment Required: 
3-Platinum/gold crucibles 3-Platinum/gold casting dishes 
1-Platinum or Nichrome tongs 1-Pair of heat-resistant gloves 
1-Flask of LiBr soln. 1-Disposable pipette/bulb 
labels for fused samples 1-Container for sample storage 
1-Ceramic plate (to set hot items on) 

Note 1 : The process time for each set of samples is approximately 20 minutes. You will be 
working with three samples simultaneously, so organization will be important to keep samples 
from being improperly labeled. 

Note 2: At any time during the following procedure, the fluxer can be stopped and shut off by 
pressing the EXIT key. Keep in mind all safety precautions listed at the beginning of this 
section. 

4.3.1. Take out all supplies listed above from the storage cabinet under the 
fluxer. 
4.3.2. The fluxer should have the power on, and the display screen should be on 
the main menu. 
4.3.3. Wipe clean the top of the fluxer with a damp paper towel to keep samples 
from being exposed to any contaminants. 
4.3.4. Open the slide on the fume hood vent above the fluxer and turn on the 
fume hood fan. 
4.3.5. If necessary, open the air valve to the left of the fluxer, making sure it is 
completely open (tum until it stops). _ 
4.3.6. Open the primary and secondary valves on the propane tank located in the 
storage cabinet under the fluxer, making sure both are completely open (turn 
both until they stop). _ 
4.3.7. Get the samples ready for fusion. Set the crucibles on a paper towel on a 
lab bench. Take one of the glass vials with the sample and flux already mixed 
together, put the crucible over the top of the vial, and invert both to empty the 
sample into the crucible. Slowly remove the vial. Tap the outside of the vial to 
release any residue and add this to the crucible. Important: Inspect the vial to 
make sure as much of the sample as possible has been transferred to the 
crucible. Repeat this process for the other two samples. 
4.3.8. Using the disposable pipette and bulb, add two drops of the LiBr solution to 
each crucible. It is not necessary to mix this into the sample. The crucibles are 
now ready. 
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Instructions for making the LiBr solution are summarized below (see Note 3). 
4.3.9. From the methods selection list, SELECT the method entitled aCARB. 
ROCKa by using the NEXT or PREVIOUS keys to toggle through the different 
methods. Then press the SELECT key. 
4.3.1 O. The next display asks for which burners to use. Press the 1,2, and 3 
keys (assuming that you want to process three samples, you can use each 
burner individually if there are not enough samples to form sets of three for each 
run). 
4.3.11. Press the START key to initiate the fluxer cycle. 
4.3.12. A notice will appear to have all crucibles and casting dishes loaded. 
Open the door to the fluxer and carefully load each crucible into the metal 
holders. Insert the rim of each crucible so they sit in the groove and slot of each 
holder. They should be able to move only a few millimeters back and forth when 
in place. Then carefully load the casting dishes into their holders. Quickly check 
to ensure they are relatively level and the ceramic holders are seated properly. 

Note 2: At any time during the following procedure, the f/uxer can be stopped and shut 
off by pressing the EXIT key. Keep in mind all safety precautions listed at the beginning 
of this section. 

4.3.13. Close the door to the fluxer. 
4.3.14. Press START again to ignite the burners and start the cycle timer. Stand 
back while the burners are igniting! 
4.3.15. At the end of the cycle, the crucibles will tip forward for easy removal. 
Everything is extremely hot after the run, so wear the yellow safety gloves to 
unload both the crucibles and the casting dishes. The crucibles can be unloaded 
by simply spreading the holders apart and removing the crucibles with a gloved 
hand. The casting dishes should be removed with the tongs, set on the open 
door, and then can be handled by gloved hands. 
4.3.16. Leave the door open and the fluxer as is. This will make it easy to reload 
the casting dishes for the next run. 
4.3.17. Allow the crucibles to cool for approx. 2 minutes before handling without 
gloves. The samples will be cool after about 3-5 minutes. 
4.3.18. Clean any residue out of the crucibles, wipe them clean (see Note 4). 
4.3.19. After the samples have cooled (approximately 5 minutes), apply labels to 
the top surface, the side being analyzed is the side in contact with the bottom of 
the casting dish. Do NOT touch the analytical surface of the specimens. 
4.3.20. Repeat steps 4.3. 7 through 4.3.19 until all the samples. have been fused 
into glass disks. 
4.3.21. The specimens (glass disks) can now be placed in the spectrometer for 
analysis or they can be stored in a container until all of the samples have been 
fused. 
4.3.22. When finished with all samples, press Exit twice to return the fluxer to its 
neutral position and to the main menu. 
4.3.23. Shut off both gas valves on the propane tank (turn both valves to the right 
until they stop, just snug - there is no need to overtighten the valves). 
4.3.24. Close the slide on the fume hood vent above the fluxer. 
4.3.25. Shut off the fume hood fan. 
4.3.26. Dispose of the pipette in the broken glass container in room 62. 
4.3.27. Return all supplies to the cabinet below the fluxer. 
4.3.28. Clean the crucibles if necessary. 
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Note 3:LiBr Solution Preparation The addition of water to the LiBr is very exothermic, 
caution should be exercised in making the solution. 
1. Weigh out 25 grams of LiBr and put it into a 100 ml volumetric flask. Use a flask that is 
easily stoppered or corked. · 
2. Add cold water to the mark on the flask. 
3. Mix the solution well and allow to cool before using. 

Note 4: The crucibles should be clean before starting the following procedure - the smallest 
amount of contaminant can effect the end result. The crucibles should always be cleaned 
before making standards, and they should be periodically cleaned during regular usage. The 
crucibles can be gently boiled in dilute HCI acid for a few minutes to remove any residue. ONLY 
USE DILUTE HCI, never use a blend of acids. A solution of approx. 9% HCI is available in the 
storage cabinet under the .fume hood. Also, remember that the crucibles are to be handled with 
care. Scratches, dents, or dings in the crucibles make them less efficient; the flux will not flow 
as easily out of them. Never use anything harder than a fingernail to remove any residue in the 
crucibles after a run in the fluxer. 

5.0 Operating the PHILIPS PW 2404 X-ray Spectrometer (XRF). It is 
assumed that the operator is familiar with operating personal computers 
that utilize the Windows 95 operating system. For the purpose of this 
documentation, input requests, such as the selection of menu or drop 
down box items, have been surrounded by quotation marks (i.e., "File"). 
Other input requests, such as push buttons, view tabs or other icons, have 
been placed in brackets (i.e., [OK]). The quotation marks and brackets 
will not appear on the computer screen. 

5.1 The computer used to control the XRF is normally left on and Windows 95 
is already loaded. Always move the mouse or press a key on the key 
board to deactivate the screen saver before you attempt to restart the 
computer. If the computer has been turned off then simply press the 
POWER button on the computer. This automatically loads Windows 95. 

5.2 The SUPERQ measure and analyze program is normally left running. If 
the program is running then skip to step 5.5 below. If the program has 
been terminated then select the START icon in the lower left side of 
Windows task bar followed by the RUN XRF icon. This will start the 
SuperQ Manager. Depress the [Measure and Analyze] button on the 
SuperQ Manager. Note, that the SuperQ manager can also be started by 
double clicking on the "RUN XRP icon on the Windows 95 desktop. 

5.3 SuperQ will check the integrity of the sample results database and then it 
will request a User Name and a Password. Valid user names for the Iowa 
DOT are: Chem and Materials 
Passwords will be assigned by the system manager. 

5.4 SuperQ will now send the appropriate database configuration parameters 
to the spectrometer. This process may take several minutes (note the 
yellow status bar at the bottom of the child window), the system will be 
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inactive until this process is completed. If the process returns an error 
message or a message box please inform the appropriate MARL staff 
before proceeding. 

5.5 Prior to running samples it is best to warm up the spectrometer. This is 
done by: 
a.) Press the green [OPEN] button on the spectrometer 
b.) Wait for the light in the [OPEN] button to illuminate 
c.) Open the lexan cover to the sample changer 
d.) Place the STEEL sample in the sample entry port 
e.) Go to the XRF computer 
f.) Choose menu selection "Measure sample" 
g.) Select "WARMUP" from the application box 
h.) Press [MEASURE] · 
i.) When the application is finished press [OK] 
j.) Walk to the spectrometer and remove the sample 
k.) Put the sample back in position Y1 for future use 

5.6 Open a sample list by choosing the menu selection "Measure" followed by 
"Open a sample lisr. Choose the sample list denoted as "Carbonate 
Rocks" and depress [OK]. This will bring up the Sample list -
CARBONATE ROCKS child window. This child window allows several 
ways to view the samples on the sample changer, the views are 
controlled by the tabs near the top of the window. The first tab [Sample 
changer map) shows a diagram of the positions available on the 
automated sample changer. The second tab [Measurement sample 
queue] simply lists the samples in the order that they will be analyzed. 
Users need not be concerned with the remaining two tabs at this time. 

5. 7 Since the Carbonate Rocks application is routinely used by IA DOT 
personnel there may be many samples in the sample queue at any given 
time. Hence, the first step is to check to see if the sample has been 
analyzed. A green check mark next to the sample ID indicates that the 
sample has been analyzed. After samples have been analyzed, they can 
be removed from the sample queue by: 
Select the [Measurement sample queue) tab. Click the mouse cursor in 
the "No" column on the top left side of the form. This will highlight (in 
green) all of the samples in the sample queue. Deselect the samples 
denoted as "AUS011" and "CARBONATE RUN MONITOR" plus any 
samples that do not have green check marks by clicking on the sample 
number. This will cause the selection to change to a gray color. To 
remove the selected (green highlighted) samples press [REMOVE] and 
then [OK]. 

5.8 Place the samples that you want to measure in the steel sample cups that 
have been numbered from 1 to 40. There are a variety of different cups 
available but only the numbered cups can be used for the Carbonate 
Rocks application. Typically, the sample positions on the left side of the 
sample changer are used as measurement positions. These locations 
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are designated as A 1 through A 12, C1 through C12 and E1 through E12 
from front to back. 
Make sure that the samples fit precisely in the sample cups, the sample 
surface should sit directly against the steel bottom of the cup. This can 
be checked by picking up the cup and inspecting the analytical surface of 
the sample. Also, severe wrinkles in the PROLENE X-ray support film 
should be avoided. 

5.9 Note the location of the samples on the sample changer. The AUS011 
and CARBONATE RUN MONITOR must be placed in the positions 
designated on the sample queue. 

5.1 O Lower the lexan cover to the spectrometer. The light on the green 
[OPEN] button will go out when the cover is closed. 

5.11 Go to the XRF computer and enter the sample names into the sample 
queue. This is done by: 
Pressing the[+ SAMPLE] button 
Setting the "Archive" to "Carbonate Rocks" 
Setting the "Application" to "Carbonate Rocks" 
Entering the sample name 
Selecting the position of the sample on the sample changer 
Pressing the [+ NEXT] button 

After the[+ NEXT] button has been pressed you will note that the sample 
position has been incremented to the next position and the "Archive" and 
"Application" selections are already set to "Carbonate Rocks." Hence, 
subsequent samples for the same application can be entered by: 

Entering the sample name 
Entering the sample location 
Pressing the [+ NEXT] button 

When all the samples and sample changer positions have been entered 
press [OK] to terminate the data entry step. 

5.12 Recheck the sample queue to make sure that the sample positions listed 
on the computer exactly match the location of the samples on the sample 
changer. 

5.13 Press [START] on the upper right hand side of the sample queue form. 
This will start the sample changer and it will automatically process the 
samples. More samples can be added to the sample queue when cups 
become available (i.e., after the samples have been analyzed). Refer to 
steps 5.7 through 5.12 listed above. Always remember to press the 
green [OPEN] button and waiting for the light in the button to illuminate 
prior to opening the lexan cover. Also, the cover must be closed (make 
sure the light on the button is off) before the automatic sample changer 
will pick up samples. 
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5.14 

5.15 

-:;. 

When all the samples have been analyzed press [OK]. If you are finished 
measuring samples then press the [End of List] button. Then remove 
your samples from the sample changer. 

To shut down the spectrometer do the following: 
a.) Press the green [OPEN] button on the spectrometer 
b.) Wait for the light in the [OPEN] button to illuminate 
c.) Open the lexan cover to the sample changer 
d.) Place the STEEL sample in the sample entry port 
e.) Go to the XRF computer 
f.) Choose menu selection "Measure sample" 
g.) Select "SHUTDOWN" from the application box 
h.) Press [MEASURE] 
i.) When the application is finished press [OK] 
j.) Walk to the spectrometer and remove the sample 
k.) Put the sample back in position Y1 for future use 

Note, that by placing the STEEL sample after the last sample in your 
sample queue and then entering the appropriate archive (SHUTDOWN), 
application (SHUTDOWN) and sample position (Y1), you can have the 
spectrometer shut down automatically. 
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Appendix 2 (Standard Operating Procedure for XRD) 

' 
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XRD Standard Operating Procedures 

Summary 
1.0 General precautions 
2.0 Specimen preparation - side loading 
3.0 Collecting a diffractogram 
4.0 Data reduction 
5.0 Data Correction procedures 

1.0 General precautions. Only properly trained personnel should use the X­
ray diffractometer (XRD). X-ray diffraction analysis makes use of high 
voltage equipment that produces a very intense X-ray beam. The X-rays 
used in typical diffraction experiments can cause serious bums on the 
hands and fingers if appropriate safety precautions are not observed. 
The SIEMENS D 500 diffractometer available in this lab is equipped with 
a safety circuit that greatly minimizes the likelihood of getting an X-ray 
exposure. NEVER defeat the X-ray safety circuit for any reasons. Only 
professional X-ray technicians can operate the diffractometer when the 
safety circuit has been shorted. IMMEDIATELY contact a MARL 
employee to report any abnormalities in the function of the 
diffractometer. 

2.0 Specimen preparation·_ side loading. Current Iowa DOT test specimens 
for X-ray diffraction are prepared by side loading. This technique 
produces a good, reproducible sample surface that exhibits only a 
minimal amount of preferred orientation. The basic steps can be 
summarized as follows: 

2.1 Take the XRD specimen holder and place the plexiglass cover 
over its top surface. The specimen holder and the plexiglass 
cover must remain securely mated together during the process of 
placing the sample into the holder. This ensures that the top 
surface of the sample will remain coincident with the top of the 
specimen holder - this is a necessary constraint in any diffraction 
experiment. 
HINT: A large binder clip can be used to securely fasten the 
specimen holder to the plexiglass cover. This clip can be 
removed when the sample loading is completed. 

2.2 Position the sample entry hole up so that the powdered sample 
can be poured into the specimen holder. 
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2.3 Pour the powdered sample into the specimen holder. Use a thin 
spatula to aid the filling process. Continue filling the specimen 
holder until it is slightly overfull. Then gently tap the specimen 
holder on the table to compact the powder in the holder. Add 
additional powder and repeat the tapping process until the 
specimen holder is totally filled. 

2.4 Carefully place the specimen holder and plexiglass cover on the 
tabletop. Lift off the plexiglass cover (do not slide off the cover 
because this can orient some of the crystals in the holder). Check 
the surface of the sample to make sure that it is just even to the 
top surface of the specimen holder. 

2.5 The specimen is now ready to be placed in the diffractometer. 
Refer to section 3.0. 
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3.0 Collecting a diffractogram. The SIEMENS D 500 diffractometer is 
controlled by a computer. The computer automates the data collection 
and data reduction steps of the analysis. The computer cannot insert the 
specimen into the diffractometer, energize the X-ray tube or open the 
shutter of the X-ray tube. These steps must be performed manually. 
Data tor carbonate rocks should be stored on the computer hard drive in 
the C:\DOTXRD\ROCKS subdirectory. This greatly simplifies finding the 
appropriate files tor future reference. The computer automatically saves 
the data files during the data acquisition process. It is assumed that the 
operator is familiar with the Windows 95 operating system and that the 
XRD Computer is already running. If the computer has been shut off 
then simply press the [ON] toggle to start the computer. The computer 
will automatically load the Windows 95 operating system. Always move 
the mouse or press a key on the key board to deactivate the screen 
saver before you attempt to restart the computer. 

3.1 Go to the XRD computer and double click on the RUN XRD FOR 
IADOT icon on the Windows 95 desktop. This starts the 
DATASCAN program. 

3.2 Go to the X-ray generator and set the high voltage to 50kV and 
the filament current to 25mA. This is done by: 

Pressing the [kV] button on the generator 
Entering [5] and [O] on the key pad 
Pressing [ENTER] on the key pad · 

Pressing the [mA] button on the generator 
Entering [2] and [5] on the key pad 
Pressing [ENTER] on the key pad 

3.3 Press [13] on the Manual Control Panel. This shuts off the X-ray 
beam so that the glass door to the diffractometer can be opened. 

3.4 Open the glass door to the X-ray diffractometer and remove the 
gold specimen carrier from the center of the diffractometer. 

3.5 Check the divergence slits (denoted as I, II and Ill) to make sure 
that they are set at 1°. Also, check the detector slit (denoted as 
IV) to make sure it is set at 0.05°. These are the normal settings 
used tor X-ray diffraction experiments by the Iowa DOT. 

3.6 Place the specimen holder containing the sample into the 
specimen carrier. 
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3.7 Place the specimen carrier into the X-ray diffractometer. The 
diffractometer has a magnetic seating mechanism and you should 
feel the specimen carrier snap firmly into place. 

3.8 Close the door to the diffractometer. 

3.9 Tum on the sample spinner. This is done by turning the control 
toggle to [I] on the Manual Control Panel. 

3.10 Press [14] on the Manual Control Panel to open the X-ray shutter. 

3.11 Return to the XRD computer - the DATASCAN program should 
still be running. 

3.12 Press the [SCAN] button at the top left side· of the form. 

3.13 Press the [Files: C:\ ..... ] button at the top middle of the form. This 
button sets the subdirectory that will be used to store the data it 
should be set to C:\DOTXRD\ROCKS for normal data collection 
procedures. Note the file name of the last file that was written to 
the subdirectory. These are normally entered at 
MEASXXXX.MDI, where the XXXX indicate integer file numbers 
between 0000 and 9999. 

3.14 Enter the appropriate file name in the [Auto-file ID] input box. 
NOTE: you can also press the up arrow on the combo box to 
increment the file name in integer units. 

3.15 Choose the [Carbonate Rocks] scan from the drop down box to 
the right of the [Set-up] button. 

3.16 Type the sample name into the Scan ID input box. 

3.17 Press [START] at the lower right side of the form, 

3.18 The computer will now ask you if you are ready to proceed. 
Respond [YES] and the computer will initiate the data collection 
procedure. The diffractogram will be displayed on the computer 
screen as it is acquired and the data will be written to the hard 
drive at 100 point intervals. When the data has been collected the 
computer will park the diffractometer at 20° two-theta. The data 
collection procedure can be stopped at any time by pressing the 
[STOP] bar at the top of the form. 
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3.19 After the diffraction run is finished press [13] to close the X-ray 
shutter. This can be done while the computer is parking the 
diffractometer at 20° two-theta. 

3.20 Remove the specimen carrier from the diffractometer and take out 
the test specimen. 

3.21 Repeat steps 3.6 through 3.20 until all of the specimens have 
been tested. 

3.22 When finished collecting all the data go to the X-ray generator and 
:,~ set the filament current to 05mA and the high voltage to 20kV. 

This is done by: 

7ir·, MAKE SURE YOU LOWER mA before adjusting the kV! 

Pressing the [mA] button on the generator 
Entering [O] and [5] on the key pad 
Pressing [ENTER] on the key pad 

Pressing the [kV] button on the generator 
Entering [2] and [O] on the key pad 
Pressing [ENTER] on the key pad 
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4.0 Data reduction. Data is analyzed using the JADE 5.0 program. To start 
this program simply double click on the JADE 5.0 icon on the Windows 
95 desktop. The output from the program consists of a plot that lists the 
location and intensity of the various diffraction peaks that were found in 
the raw data. 

4.1 Use the mouse to select the menu item [File/Patterns]. 

4.2 Select the subdirectory [C:\DOTXRD\ROCKS] 

4.3 Select the file name or file ID that you want to load. This will load 
the raw data into the computer memory and it will also display a 
graph of ·the raw data. 

4.4 Press [F2] on the keyboard. This brings up the peak search form. 

4.5 Choose the appropriate output details, these details are chosen 
from the checkboxes on the [Labeling] tab. Once the check boxes 
have been selected, they should stay that way until the program is 
terminated. The normal output includes the line marker, d­
spacing and intensity. Vertical labels work the best. 

4.6 Press the [Apply] button at the bottom, right side of the form. This 
calculates and displays the items that were selected. Check to 
make sure that the peak positions agree with the line markers. 

4.7 Press the [Close] button when you are satisfied with the results of 
the peak search. 

4.8 Press the printer icon on the top tool bar to print the results. The 
results will come out on the laser printer unless a different printer 
is specified. Color output can be obtained by directing the results 
to the EPSON 600 printer. 

4.9 Repeat steps 4.1 through 4.8 until all the files have been 
processed. 
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5.0 Data correction procedures. Data from an X-ray diffraction experiment is 
subject to several sources of error. The major source of error nonnally 
comes from sample positioning errors. This can be due to poor 
specimen loading techniques, poor sample preparation or a defective 
specimen holder. The following examples will provide a standard 
correction procedure that can be used to minimize the influence of 
sample positioning errors. These correction procedures can be invoked 
interactively in the JADE software. The correction procedures can be 
used to create correction curves for individual sample holders. However, 
the most exact measurements always include an internal standard. 

Example 1: Correcting data via an internal standard using a single peak. 
An X-ray diffraction pattern was collected using the standard laDOT setup and 

measurement parameters. The sample had been mixed with 10% Si metal prior to 
the analysis. This was done by weighing out 2. 70 grams of sample and 0.30 grams 
of Si metal and then mixing them together using an agate mortar and pestle. A 
tabulation of the correction procedure is as shown below. 

Measured Std. Peaks Correction Corrected Comparison to 
XRD peaks Si, Theory (theory - obs.) Peaks Theory 
(2-theta, 0

) (2-theta, 0
) (2-theta, 0

) (2-theta, 0
) (2-theta, 0

) 

26.622 26.641 26.651 
28.423 28.442 0.019 28.442 28.442 
29.400 29.419 29.405 
30.939 30.958 30.960 

Example 2: Correcting data via an internal standard using a series of peaks. 
This is just an extension of example 1. Multiple reflections of a standard are 

measured and a smooth curve is fit to the data (see the figure on next page). The 
data is nonnally fit with a first or second order polynomial. After correction, the 
peaks generally agree within about ±0.005° 2-theta of the theoretical peak locations. 
This is a substantial improvement in accuracy over the peak positions that were 
detennined from the raw data. 

Measured Standard Peaks Difference Corrected 
XRD peaks Theory (theory - observed) Peaks 
(2-theta, 0

) (2-theta, 0
) (2-theta, 0

) (2-theta, 0
) 

8.886 8.853 -0.033 8.856 
17.774 17.759 -0.015 17.755 
26.785 26.774 -0.011 26.777 
28.443 28.442 -0.001 28.436 
47.299 47.303 0.004 47.309 
56.105 56.122 0.017 56.121 
69.107 69.130 0.023 69.129 
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Figure illustrating the correction curve discussed in Example 2. 
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Appendix 3 (XRF Verification Memo) 
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May 6, 1998 

To: C. Narotam 
1. Lane 
B. Gossman 
B. Dawson 
P. Hockett 
V. Marks. 

From: T. Hanson 

Subject: Carbonate Aggregate Element Analysis - Siemans XRF vs. Philips XRF 

Scott Schlorholtz and Wendell Dubberke completed validating the new Philips XRF matches the 
data obtained from the Siemans XRF of which over 7000 samples have been analyzed. Scott has 
reran approximately 100 samples using the new Philips XRF which have been previously ran on 

the Siemans XR.F. 

Wendell had completed the validation of the new XR.F data before he left. I have just reproduced 
the data and summarized his work. Find attached a copy of the samples analyzed by the Philips 
XRF, Siemans XRF, and the Siemans data adjusted according to Wendell's analysis. Wendell 

adjusted the previous data by the following: 

Strontium x 0.92 = Sr from Philips XRF 
Manganese x 0.90 = Mn from Philips XRF 
Phosphorus x 0.80 = P from Philips XR.F 
Sulfur x 0.90 = S from Philips XR.F. 

The previous data has been adjusted to match the Philips XRF, which has a higher intensity x-ray 

and better resolution. 
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Philps XRF vs. Siemans XRF 
Element - Phosphorus 

0.15 .---~-------------------~ 

0.1 

0.05 

• 
• • 
• • • •••• • • •• • ,,1• •••• 

··" _,. . , .... 

• 
• • • • • • • 

0 L---'------.!----------1.-------__J 
-0.01 0.04 0.09 0.14 

X-Axis 

• Non Adjusted 

•Adjusted 



Philps XRF vs. Siemans XRF 
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Appendix 4 (TGA Calculations) 
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Updated TGA Calculations for Samples Containing Clay 
The original TGA calculations for carbonate stones were developed using 

samples that contained very small amounts of clay. Hence, the calculations 
summarized in HR-337 [7], and reproduced in Illustration 1 below, produce poor 
estimates of Calcite and Dolomite contents for carbonate stones that contain a 
significant amount of clay. The updated calculations make several assumptions that 
can be summarized as follows: (1) the sample is fine enough that particle size effects 
can be ignored; (2) that Dolomite starts to decompose at temperatures above 550°C; 
and (3) that the Calcite decomposition temperature is above 910°C. All of these 
assumptions are oversimplifications of a very complex decomposition process that 
really merits selection of the decomposition temperatures on a sample by sample basis. 
Illustration 2 and the table below, summarize the appropriate thermal events and the 
basic steps in the calculations. The updated calculations typically improve the accuracy 
of estimating the Dolomite and Calcite content of samples prepared in the laboratory. 
This research program was limited to laboratory studies and no attempt was made to 
conduct testing on field samples. This particular aspect of the project would benefit 
from additional research to clarify certain issues that remain unresolved at the time that 
this report was drafted. 

Example of Updated Carbonate Rock Calculations 

Measured Data 
Residue at 150 °C (moisture) 
Residue at 550 °C (clay estimate) 
Dolomite Decomposition Temp., °C 
Residue @825 °C 
Slope between 850 & 900 °C 
Residue @900 °C 
CalCite Decomposition Temp., 0 c 
Residue @970 °C 

Calculation 
s tee c omments 

1 calc LOlm = Residue@550-Residue@825 
2 Convert to %MgC03 
3 Convert to moles MgC03 
4 calc LOlc = Residue@900-Residue@970 
5 Convert to %CaC03 
6 Convert to moles CaC03 
7 Determine moles excess CaC03 
8 Convert MgC03 to Dolomite 
9 Convert moles excess to Calcite 
10 Insoluble= 100-Dolomite-Calcite 
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value 
99.76 
98.43 
728 

76.60 
0.053 
73.37 
916 

56.18 

New Old 
Results Results 
21.83 23.40 
41.82 44.83 

0.4960 0.5317 
17.19 20.42 
39.09 46.44 

0.3906 0.4640 
-0.1054 -0.0677 

91.5 Dolomite 98.1 
0.0 Calcite 0.0 
8.5 Insoluble 1.9 
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100 - (Residue @ 970 C) = LOIM + LOic 

SteD I Descriodon 

LOiu = 100 • (Residue@ 825"C) 100. 77.48 = 22.S2 

2 Convert to M11CO.: LOiu x I.915928 =%Mg~ 22.52x 1.9JS9 .. 43.15 

3 Convert to moles MgC03: % Maco./ 84.32 =moles Ml!CO. 43.l5'84.32=0.SI17 

4 LOlc = (Rr.sidue@ 825"C) • (Residue@ 970"C) 77 .48 • 53.12 = 24.36 

5 Convert to CaCO.: LOI.- x 2.274256 = 'Ii CaC01 24.36 x 2.274 = 55.40 

6 Convert to moles CaCC>.: % caC0,/ 100.09 =moles CaC03 55.40/IM no c 0.5535 

7 Determine molar excess: moles caco. • moles Ml!CO. = excess caco. 0.5535. 0.5117 = 0.0418 

8 DoJomite ('lfi) = 2.187026 x % MgCO. 43.15 x 2. 187 = 94.4 

9 Calcite ('lfi) .. moles excess CaC03 x 100.09 0.04 ISx 100.09 .. 4.2 

10 Insoluble ('Ii)= 100 ·Dolomite· Calcite .. 100 - (LOIN x 1.9159) - (LOir x 2.274) JOO· 94.4 • 4.2,. IA 

Illustration 1 - A diagram illustrating the original TGA carbonate calculations. 
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Semple: LAMONT MIX #3 
Size: 55.6320 mg 
Method: 40 degrees 
Comment: In C02 ct 100 mVmin 
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